[Development of a high-frequency electrosurgical endoscopy apparatus].
A brief analysis has been made of the basic operational features of the high-frequency electrosurgical endoscopy apparatus (HFEA). Recommendations for choosing the output parameters are given, the solution of the problem of designing HFEA for endoscopy was considered by using the "Endotome-I" apparatus as an example.